f_^ HEWLETT-PACKARD 

(^JOURNAL 

^*M~*~ TECHNICAL INFO«A»A-nON FROM THE lip- IASOHATOJ1IES 



PUBLISHED BY THE HEWLETT-PACKARD COMPANY, 1501 PAGE MILL ROAD, PALO ALTO, CALIFORNIA 



Vol. 14, No. 2 



OCTOBER, 1962 



A New Pulse Generator 
with Very Fast Rise Time 



THK development of faster and faster cir- 
cuitry in computer and other work is heav- 
ily dependent on the availability of means for 
generating and displaying the fast waveforms 
that such circuits employ. One tool that has 
been of great importance 
in fast circuit work is the 
-hp- Sampling Oscilloscope 
described earlier". This 
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instrument displays voltage changes faster 
than 10 second and has a high sensitivity of 1 
millivolt. With its aid much fruitful develop- 
ment effort has been conducted by many groups. 
Now, fast circuit investigations are further 
assisted by a versatile new pulse generator 
which provides pulses as short as 1 nanosecond 
( 1 l> second). The pulses are provided at a high 




signal level of 10 volts across 50 ohms and at 
repetition rates of up to I megacycle. Despite 
its high speed, the instrument is a true general- 
purpose generator with selectable pulse polar- 
ity, a calibrated pulse width control, pulse base- 
line set at ground, an output attenuator control, 
a matched source impedance, flexible input 
triggering, and continuously-variable trigger 
advance. Physically, the instrument has a small 
size as a result of being transistorized, and is 
rated to operate in ambient temperatures up 
toS5°C 

The new pulse generator, when combined 
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he. 1. Wti hp- Model 11 $A Pulse Generator (in center) pro- 
title t puts** a* tbort w I mm lot general-pttrfrose test- 
tng. PhIii's are provided at high level ami from direct-coupled 

50-obm source for simplicity of external use. 



O i i ill ft yrant showing typical qtttd . 
}a*t pulse provided hy new g Width of 

jurist tbou u r> 10 nanoseconds, rise timt h less than 
J nanoseajtid, ami ot ershovf less than > f < . An/ pit- 
tade of pulse shout/ u I ft VoUt across external 50 
ohms. 
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Fig. 3« Typical ultra-short puhe of under I nanosecond 
Provided by new generator. Pulse amplitude is 4 volts. 



fig. 4. Tu o-ixposure oscillogram showing typical puhe 
widths and amplitudes obtainable in ultra-short pulse 
region, Upper trace (a) shows 2-nanosecond pulse at 10 
volts; lower trace (b) is I nanosecond pulse at about half 
of amplitude of (a). 



with the Samp hng Oscilloscope men* 
tioned above, comprises a complete 
fast-circuit testing system for the 
usual stimulus- response type of test. 
It is a system that is useful even with 
equipment having clock frequencies 
in the VHF region, since the new 
pulse generator contains a count- 
down circuit that will synchronize 
on frequencies up to 100 megacycles. 
The generator puise output then oc- 
curs at a suhmultiple rate below 1-3 
megacycles. The Sampling Oscillo- 
scope will also synch ronize on VHF 
clock frequencies or from the pulse 
generator's sync pulse. 

PULSE CHARACTERISTICS 

The pulse provided by the new 
generator is a high quality pulse, 
and one that does not deteriorate 
with changes in pulse width, ampli- 
tude or repetition rate. The quality 
of a typical pulse is shown in the 
oscillogram of Fig. 2. Rise time is 
less than 1 nanosecond, overshoot 



is less than 5%, and fall time is 
less than 1 nanosecond, F res hoot, 
rounding, and other characteristics 
are also controlled and stated in the 
instrument's specifications. In addi- 
tion, the circuit design is such that 
no combination of control settings 
can produce a duty factor above that 
safe lor the circuit components, 

A point of special interest to those 
working with high speed circuitry 
is that the rise time of less than I 
nanosecond specified tor the pulse is 
for a pulse of full amplitude, i.e., 20 
volts open circuit or 10 volts across 
50 ohms. The pulse width, however, 
has been designed to be adjustable 
down to nanoseconds. This makes 
the generator able to provide very 
short pulses of less thxn 1 nanosec- 
ond overall width (30% points) by 
reducing the pulse width so that the 
pulse fall time begins before the rise 
is completed. When full pulse am- 
plitude is not needed, this technique 



t-m he ol substantial value* A pulse 
of less than 1 nanosecond, for exam- 
ple, can typically be obtained at an 
amplitude of 5 volts or so across 50 
ohms. For many applications this is 
of great value. Figs. 3 and 4 show 
typical examples of such very short 
pulsesobtainable from the generator. 

The generator is not limited to 
operating into loads of 50 or more 
ohms, since it is also capable of de- 
li \l j ring a 400 milliampere pulse 
into a short circuit. The generator 
source impedance is held to within 
approximately 1% of 50 ohms so 
th.it reflections caused by load mis- 
match are absorbed almost com- 
pletely by the generator. 

The high resolution of the oscillo- 
grams in Figs. 2 to 4 shows that 
jitter in the generated pulses is an- 
observably small compared even to 
these very short pulses. Specified 
values for jitter arc less than 50 x 
tO -12 seconds between the trigger 




Fig, 5* Panel tieu of new 4rp- Model 21? A Puhe Generator, 
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and che main pulse leading edge* 
aiu\ less than ^f) x 10 : second be* 
rween the leading and trailing edges 
of i he main pulse. Typical perform* 
ance for these quantities has been 
less than half the spec! tied maxima. 

The pulse train is provided 
through a de-coupled output system 
so that the pulse baseline does not 
vary with pulse amplitude, duty 
cycle, polarity or load impedance. 
Thus, when testing fast devices such 
as diodes and transistors in circuits 
thai use no blocking capacitor, the 
bias levels will not be disturbed by 
adjustment of the pulse values. The 
pulse baseline is at ground potential 
fur both positive- and negative-go- 
ing pulses. 

Considerable current from exter- 
nal bias sources can be passed back 



i4 r t oscillogram 
ihowing nli r/(i n u 
of bttseli n t nit h 
either polarity out- 
put pulse. 



through the generator without con- 
sequent damage, the maximum be- 
ing j watt or 100 ma us determined 
by the dissipation rating of the gen- 
erator output resistors. Bias currents 
of the levels usually encountered 
when driving external semiconduc- 
tor circuits have little or no effect on 
the generator. Thus, external bias 
currents of from i to I ^ ma, corre- 
sponding to the minimum and maxi- 
mum settings of the output attenua- 
tor, can be accepted by the generator 
without observable effect. Larger 
bias currents alter the flatness of the 
pulse but do not slow the rise time. 
For applications requiring high dc 
offset in the tested circuit; a block- 
ing capacitor in a 50-ohm coaxial 
section has been designed as an 
optional accessory. 



CIRCUIT DESCRIPTION 

Conventional techniques for gen- 
erating pulses with nanosecond rise 
times are not flexible enough for a 
general purpose pulse generator. 
The difficulty lies in maintaining 
constant pulse height, along with 
prescribed rise and fall times, while 
pulse widrh is varied. The problem 
U solved in the Model 2I5A by de- 
riving a pulse from two very fast 
current steps, one positive and one 
negative, gene rated in separate chan- 
nels. The fast rise times of these 
steps, and hence of the pulse derived 
therefrom, results from the use of 
step-recovery diodes as pulse 
"'sharpeners. 1 ' 

The two current steps are summed 
in the output circuit where one step 
serves as the leading edge of the out- 
put pulse and the other, occurring 
later, serves as the trailing edge. The 
polarity of the first-occurring step 
determines output pulse polarity, 
and pulse width is determined by 
the time difference between the two 
steps, Since the steps are generated 
in separate channels, pulse width 
has no effect on pulse height or rise 
and fall times. 



3, Moll, Krakauer. and Shert, 4J P-N Junction 
Charge -Storage Diodes," Proc* I.R.E.. Vol. 
SO, No. 1, Jan., 1962. 
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Fig. 7. Basic circuit arrangement 
of *bp~ Model 21$ A Puhe Generator. 
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Fig, 9 (above K Tu o-expomrs oscillogram of g£»- 
erator pulses at prf's of I Of) kc and I \\i skou t 
freedom of output puhe shape jrom repetition rate 

effects. 



Fi^. 8 (at left). Time relations in circuit operation 
nj generator* 



The overall block diagram is 
shown in Fig. 7, The sync and rate 
circuit generates pulses which initi- 
ate action in the other circuits, This 
circuit operates as a free-running, 
tunnel diode-transistor relaxation 
oscillator at rep rates from 100 to 
10" pps. Alternatively, it can func- 
tion as a trigger circuit in synchron- 
ism with an external source, or on a 
one-shot basis In response to a front 
panel push -hurmn. For count-down 
operation, the oscillator runs free 
hut the external signal is added to its 
timing waveform for synchroniza- 
tion. This circuit counts down by as 
much as 100:1 and syncs at some 
sub-multiple of frequencies as high 
as 100 Mc. 

Gating of the output pulses is ob- 
tained by passing the sync generator 
pulses through a gate which is 
opened or closed by a voltage on its 
other input. In this way, trains of 
pulses may be generated in response 
to an external gating pulse. 

Each trigger pulse passing 
through the gate fires a blocking os- 
cillator which in turn starts three 
voltage ramps in three separate 
channels. Each ramp triggers a sep- 



arate blocking oscillator when the 
ramp reaches a reference level, re- 
sulting in delayed trigger pulses in 
each channel. The delay times arc 
individually selected by adjustment 
of the voltages from which the 
ramps start. 

The first ramp to reach its refer- 
ence level is normally the 'trigger 
out" ramp. Its blocking oscillator 
generates the S(l ns wide advanced 
trigger pulse* The second ramp trig- 
gers the "pulse start" blocking oscil- 
lator. The resulting pulse is routed 
via the pulse polarity relay to either 
the positive or negative output step 
generator. If sent to the positive 
generator, for example, the pulse in- 
itiatesa positive step. 

Lastly, the " pulse stop" ramp 
reaches its reference level, firing its 
blocking oscillator and turning on 
the other step generator. This step 
cancels the first step and terminates 
the pulse. The series diode, con- 
nected between the current sum- 
ming point and the output, discon- 
nects the output as soon as the volt- 
age at the summing point reverses 
polar ity, allowing the steps to be 
turned off individually (in correct 



order) without causing an extra out- 
put pulse. 

As shown by the waveforms in 
Fig, 8, pulse width is determined by 
the delay difference between the 
"start" (fixed delay) and "stop'* 
(variable delay) channels. The po- 
tentiometer which varies the ramp 
starting voltage for the "stop 1 chan- 
nel carries the Pulse Width dial. 

The generator's 50 ohm output 
impedance is achieved in an unusual 
manner with the help of the 60 usee 
delay cable shown on the diagram. 
The output stage previous to the 
series diode has varying internal im- 
pedances during its cycle of opera- 
tion and by itself does not represent 
a 50 ohm source. Since the delay line 
is 60 ns long, any pulse reflected by 
external circuits arrives back nt the 
output stage at least 120 ns after the 
pulse started. The series diode will 
have been back-biased by this time 
so that the reflected pulse sees only 
the tO ohm shunt resistor and is 
completely absorbed bj it. Thus, no 
further reflection occurs at the out- 
put stage and the generator appears 
to have a true SO ohm source imped- 
ance. A 3-ft. length of we lb matched 
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coaxial cable is supplied with each 
pulse generator, extending the true 
50 ohm source impedance to the cir- 
cuit under test. 

The fast rise time and large pulse 
amplitude of this generator open the 
way to new kinds of measurements. 
Waveforms obtained from circuits 
driven by the 21 5A pulse generator, 
when viewed on a sufficiently fast 
oscilloscope, contain a wealth of in- 
formation in the observable time 
differences between parts of the 
waveform. For instance, the very 
small inductance of the leads of a 
capacitor shows up as a distinct 
Spike, as described in the article on 
page 6. Measurements of hist tran- 
sistor beta, f T , stored charge and 
other semiconductor properties are 
obvious applications. 

Other applications include the 
testing of nuclear counting systems, 
klystron modulation, determination 
of magnetic switching flux, and har- 
monic generation. Furthermore, a 
whole new class of measurements, 
that of time dom+iin reflectometry*, 
is mnv possible and leads cowards ex- 



Fig. 10. ~h P . Model 
185B Sampling Oscil- 
loscope with 0. 3 5-r/a- 
NQtecoriif rated rise 
time used to make os- 
t ill og rams a p pear in .;■ 
throughout this issue. 




am i nations of coaxial cable systems 
in ways never before possible. 
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-ftp- MODEL 21 5 A 
PULSE GENERATOR 

OUTPUT PULSE SPECIFICATIONS* 

(specifications apply for all rep rates, all 
amplitudes, and both polarities): 

rise TIME less than 1 nsec l&-90%, 
FALL TIME: less than 1 nsec 10-90%. 
PEAK VOLTAGE: greater than lOv into SO 

ohms; greater than 2Gv open circuit. 
POLAR fTY: positive or negative. 
I Leading Eorc Only): 

OVERSHOOT AND RINGING: less than 
5% peak and less than 10% peak-to- 
peak of pulse amplitude. 

CORNER ROUNDING: occurs no sooner 
than 95% of pulse amplitude. 

PRESHOOT- less than l%, 
PERTURBATIONS ON FLAT TOP; less than 

2% of pulse amplitude. 
TIME TO ACHIEVE FLAT TOP; less than 7 

nsec, 
(Trailing Edge Only): 

OVERSHOOT; less than 5%. 

ROUNDING? less than 5%. 
TIME TO SETTLE WITHIN 2% OF BASE- 
LINE: 10 to 25 nsec, varies with width 

setting. 
BASE LINE SHIFT: less than 0.1% under 

all conditions. 
PULSE WIDTH BETWEEN 50% POINTS: 

continuously adjustable, to 100 nsec. 

Dial accuracy Within ±5% ±3 nsec: 

width fitter less than 50 psec. 

tsurftd with -hp- ItiSA B Scope, 1S7B 
Plug-in, 1B7B-76E Tee Connector with ftp- 
9G8A 50-ohm Termination and Weinschel 
Engineering 3D db pad type 50-30. 



SPECIFICATIONS 

I j S- Flu Top Ampin ud* 



fMrshort 




BASE \.M 



Ramfidnji 






ATTENUATOR: 12 db in 1 db steps. Ab- 
solute accuracy within -^0,1 db. 

SOURCE IMPEDANCE: 50 ohms; less than 
3% reflection when driven by 1 nsec 
rise time pulse from external 50-ohm 
system. 

REPETITION RATE, TRIGGER AND 
TIMING SPECIFICATIONS 
INTERNAL REPETITION RATE: less than 
100 pps to greater than 10" pps in 4 
ranges; period jitter less than 3 x ID- 1 of 
period- Vernier provides continuous ad- 
justment of rep rate on each range. 
MANUAL: push-button single pulse. 
EXTERNAL TRIGGERING: ac coupled in- 
put accepts sine waves from 10 cps to 
1 mc, pulses from to I mc. 
TRIGGER LEVEL: trigger level continu- 
ously variable, from approximately +B 
to — fl volts. 
TRIGGER SLOPE: switch selects positive 

or negative slope, 
SENSITIVITY: requires minimum of lv 
peak-to-peak j trigger pulses must be 
at least 30 nsec wide. 
INPUT IMPEDANCE: approximately 50 
ohms or "High 2 M selected by front 
panel switch; "High Z" is approxi- 



mately 100k ohms for (— ) slope set- 
ting and approximately 5k ohms for 
( ■ ] slope setting. 
COUNTDOWN: synchronizes with any 
frequency up to 100 mc [>2v rmsl by 
counting down to some submultipJe 
fess than 1,3 mc; litter is less than 
10% of cycle of external frequency. 
EXTERNAL TRIGGER DELAY: delay time 
between 2 volt, 2 nsec rise time step 
at trigger input and leading edge of 
output pulse is fixed at s; 300 nsec; 
jitter is less than 50 psec referred to 
triggering signal, 
EXTERNAL GATING: in "gated" mode, +1 
volt gate signal allows pulses to reach 
output terminal. 
TRIGGER OUTPUT PULSE: 

WIDTH: 50 n se c ± 20 % i n to 50 oh m s . 
AMPLITUDE: greater than lv peak into 

50 ohms. 
RISE TIME: less than 5 nsec. 
POLARITY; switch selects positive or 
negative pulse. 
TRIGGER ADVANCE: timing of trigger out- 
put pulse is continuously adjustable 
from 30 nsec delay to 140 nsec advance 
with respect to leading edge of output 
pulse: dial accuracy is within -^10% 
- 5 nsec: jitter is less than 50 picosec- 
onds. 
POWER REQUIREMENTS: 115 230 v + I0%> 

50-60 cps, 0,7 .35 amp. 60 watts. 
DIMENSIONS; SW high, iGir wide, 18H* 

deep. 
WEIGHT: Net 33 lbs., shipping 49 lbs, 
ACCESSORY FURNISHED; -hp- 1012OA co- 
axial cable 50 ohms ± ^ ohm, 3 ft. long, 
BNC to BNC. 
PRICE: SI 875 .00 f.o,h. factory. 

Data subject to change without notice 
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MEASURING SMALL, STRAY L AND C 
WITH NANOSECOND PULSES 




Fig, 1(a) (at left). Oscillogram 
sh o u in g m eas u r erne n t o f small 
Inductance of \" leads on 
1000-pf capacitor. Vertical 
scale is calibrated at I nana- 
henry an: sweep speed is 2 
t/sec t m. 



Fig. 1(b) (at right), Explana- 
tory drawing for Fig, 1 (a). 



PULSE GENERATOR .Capacitor 
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Transient response measurements 
made on nanosecond time scales can 
distinguish the effects caused by 
Stray impedances from the effects 
caused by the basic circuit elements. 
Examination ai these effects leads to 
an evaluation of the amount of stray 
capacitance and inductance associ- 
ated with a circuit element. These 
measure men ts, based on the separa- 
tion and evaluation of events which 
are closely spaced in time, have been 
made possible by the performance 
capabilities of the -hp- rVfodel 185B 
sampling oscilloscope and the Model 
21 5 A nanosecond pulse generator. 

Any physical capacitor has a small 
amount of inductance in the leads, as 
shown in the equivalent circuit of 



Fig, 1- When a high rate of change 
of current is applied to this capaci- 
tor, the total capacitor voltage initi- 
al Iv is only the inductive voltage, 
L(di dt), provided that the voltage 

across the capacitance (-L / idt) has 

not had time to build up signifi- 
cantly. The height of the initial 
"spike," as shown in the waveform 
of Fig. I, is proportional to the scries 
inductance, 

A simplification in measurement 
results if the rate of change of cur- 
rent is assumed constant, which 
occurs when the generator behaves 
as a constant current source. This is 
the case when the L(di df) voltage 
turns out to be much less than the 



driving voltage, E., and is true for 
inductances of less than 25 nanohen- 
ries driven by I nanosecond risetime 
steps from a 50 -ohm source. The 
oscilloscope vertical deflection may 
then be calibrated with the L(di 'dt) 
voltage of a known inductor, and 
the value of other small inductances 
scaled from their measured L(di di) 
voltages. 

The known inductor can be con- 
structed from a measured length of 
coaxial cable shorted at one end. 
The cable inductance is calculated 
from the formula L — Z,,-C, using the 
known cable characteristic imped- 
ance 7 and the measured capaci- 
tance CFor example, a 50-ohm cable 
with 2.5 pf inch distributed capaci- 




Fig, 3 (above). Capacitor (in tee) of Fig. If a) and diode (outside j 

of Fig. 6fa) were placed in -hp- 187B-76E tee for measurement of 

their lead inductance. Scale of parts can be judged from size of 

<mall B\C connecters at ends of tee. 



Figi 2 (at left). Oscillogram showing how oscilloscope was 

calibrated fof Fig. 1(a) by spike from ktrou n length of shorted 

50-ohm cable. 



6 
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TEST FIXTURE 
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Pig, 4 <at left). Test fvxtttre 
and C ire uit arra n gement u I ftj 
measuring diode case in- 
ductance, 



FJg. 3 (at right). "Ring* in- 
duced by arrangement of 
fig, 4 in test for comparing 
indue! ante of fine wires for 
diode whisker contacts. 
SurtffP speed is 1 nsec cm: 
catculaii n s ihou m ea su red 
L of ! . * nanohenries of 
which Q,R nh was estimated 
for fixture* 



t i 



Measuring Loop 



tance gives L = (50 J J (2.5 x 10 1 -) := 
6.25 nanohenries/inch. Que inch of 
this cable, with the far end shorted, 
was used to obtain the calibrating 
waveform shown in Tig, 2, 

If a more precise determination of 
circuit inductance is desired, and the 
circuit under test is in the form of a 
loop, another method is useful. 
Either the actual loop, or an exact 
replica with all series diodes, capaci- 
tors, unl other elements replaced by 
equivalent lengths of wire, is assem- 
bled, A small ceramic disc capacitor 
without leads of any kind is soldered 
into a gap directly in series with this 
circuit. 

A small loop across the 21 5 A out- 
put, placed physically adjacent to 
the circuit, inductively shock excites 
a resonance around the loop during 



each pulse* The period T of the re- 
Milting "ring" is observed across the 
capacitor with an ~hp- 183B sam- 
pling scope. The inductance then 
can be found from the formula T = 
2- \ ^C orL^ T 4--C. An exam- 
ple is shown in Fig. 5. This works 
even when the circuit "Q" is so low 
that i he "ring" lasts for only a lew 
cycles, a situation in which grid-dip 
meters and other methods usually 
fail to obtain an indication* 

If the lead inductance of a circuit 
element having some resistance is to 
be measured, such as a forward -con- 
ducting semiconductor diode, the 
resistive drop is subtracted from the 
total peak voltage, as shown in Fig. 
6. The inductance then is propor- 
tional to the overshoot, except for 
the case described in the following. 



.Some semiconductor diodes gen- 
erate overshoot within the diode 
chip. This effect is isolated by the 

cancellation procedure diagrammed 
in Fig, 7, (Here, apparently, the B 
channel is looking at a cable ground; 
actually, the surge impedance of the 
cable loop is much larger than the 
indue rive reactance of the dummy 
case, so that the two "ground" 
points appear isolated to nanosecond 
risetime steps). A dummy case with 
leads shorted internally, or an equiv- 
alent length of wire, is placed in 
series with the measured device. 
Overshoot from the dummy induct- 
ance ts subtracted from the total de- 
vice overshoot when the dual chan- 
nel oscilloscope is used in the A-B 
mode, yielding the inherent semi- 
conductor overshoot. The inductive 



son 



"A* Channel Probe 




Kg, 6(a), Oscillogram showing spike 
in measurement of diode lead inductance. 



TIME -*- 

Fig. 6{h i. Explanatory drau - 
ing for tig. 6(a)* 



*B" Channel Probe 



Fig, ~. Arrangement used to separate in- 
herent device overshoot from lead and cast 
inducih e resp^ *6Fs, 
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l r i^ 8c a) (at left). Oscillograms 
t hoiiing waveforms :>>• measur- 
ing small C shunting IK and 2.2 
t*h R-f. comhi nation. Sweep 
tpeed is 5 »i£f cm, 



Fig, 8(b> (at right). Explanatory 
drawing for Fig* 8(a)* 
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mershont is then represented In the 
B channel. 

MEASURING CAPACITANCE 

Small, stray capacitance is meas- 
ured by the dual of the inductance 
meas u r i ng c i re u i t* a se r i es c i rcu i t a s 
shown in Fig. S rather than a paral- 
lel circuit. The measured element is 
placed in series with the 50-ohm 
cable and tee feeding the sampling 
oscilloscope probe. The capacitance 
couples the initial fast rise of the test 
pulse directly to the 50- ohm scope 
cable, as would occur with any cither 
differentiating circuit. 

As in the inductive case, the am- 
plitude of the leading edge spike is 
proportional to the capacitance if 
the circuit time constant has a value 
much less than 10 ! \ This is evi- 



denced by e,„ . !lk being much less than 
the driving voltage. In view of the 
100- ohm resistance through which 
the capacitor charges (50 ohms in 
the generator and 50 ohms in the 
cable), C should then be less than 10 
pf (C ^ 10 ! '/10Q= 10 n f) for mean- 
ingful results. As shown on the 

waveform, i = C^lso that C -*lA* 
dt 1 

The IR voltage waveform seen by 

the oscilloscope actually is a repre- 
sentation of the current in the meas- 
ured element. The very fast rise time 

of the 2 ISA causes the C_!Lcurrent 

dt 
to he much greater than the other 

Components of current through the 

device, enabling measurement of 

capacitance in the presence of other 

shunt loadings. 



A small, known capacitance can 
be used to calibrate the vertical os- 
cilloscope display and the effects of 
other measured capacitances will be 
proportional, if lower series resist- 
ance is desired for measuring larger 
values of capacitance without in- 
creasing the time constant, shunt 
disc resistors may he put across the 
cables at the point of insertion of the 
tested circuit. 

This test is useful, for example, in 
measuring the capacitance across 
small inductors, resistors, diodes and 
the like in the presence of other 
stray elements, as shown in Figs. 9 
and 10. 

—Charles (). forgt 






Fig. 9- Oscillogram showing measurement of 
stray C shunting resistor. 




Fig. 10, Oscillogram %bouing measurement of 
stray C shunting semiconductor diode. 
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